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APPLICATION OF X-RAV POWDER DIFFRACTION

I N
OCCUPATIO~Al HEALTH

Erik Bye Institute of OceupationaJ Health
P.O. Sox 8149 Dep. 0033 OSLO l,
NORWAY

S ample s
Main object is to investigate health-related problems in
working atmosphera, dust pdrticles related to lung
cliseases.

Samples thu$ inC:li.d,?
RêlW mater.ials
Dust on filter:;

a) stationary sampling
bl personal sampling

Biologieal tissue
Sample prepa ra t ion

Raw material Grinding,
water to obtain fraction if necessary

(5 ¡.m grain.
sedimentation in

Filter Sedimentation if enough sample () 20 mg)
Cyclone during sampling gives fraction
( 7¡.m grain.

Tissue sample fraction 5-7 lm grain

Samples are filtrated with Nuclepore membrane filters
(pore size 0.8 ~m) for quantitative measurements.
A silver filter is used as an ex 

terna L standard, wherethe decrease in the intensisty of a silver diffraction
line is used for matrix absorption correction.
Filter size 25 mm; Sample size 15 mm.

Eauipment : Vertical goniometer, fixed divergenee slit,
graphite crystal monochromator, broad-focus
Cu-tube,PW 1710/APD 1700 software system.
Speeimen rota ti on .

Procedure
Qualitative ~;ampie rotation, sean range:i 90° 28, for

identification.
; Sample rotation, determination of quartz and
cristobalite.
Integrated intensities are measured for
q u a r t z (1 O O) a n d , ~ 1 O L J ; c r i s t o b~ L i t e (1 O 1 J

. r ( ;,:\"_sil V'f.r (1 1 L ) .

Quantitative
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Data reduction

Peak
213 range
n, routine
n, calibration

Q(100)
20.421.5

3

5

l$

Q (\H) 1 )
26.0-27.3

3

5

c ( 101 )
21.522.G

3

5

Ag ( 111 )
37.238.7

1

1 O

A correction factor for day to day fluctuations is found
by measuring the rAg and relate it to rO (standard)

Ag

An absorption factor is found by relating the measured lAg
with and without sample.

Calibration

Samples of 0,3 0.7 mg
standard quartz (Fyle-
quartz, Sweden) is depo
sited on Nuclepore filters .
Absorption is neglected.

Future development

.104 Counl s

~
Q(101)

~C(101).
c.'0
c

5

100 300 50 o ug qua,tz
c,latoballt.

Include quantitation of other dust types, i.e. mica,
tale. graphite.

Direct analysis on sampling filters , including absorption
correction.
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